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Abstr act 
The development of time-resolved scanning tunnelling microscopy (STM), in particular, attempts to 
combine STM with ultrafast laser technology, is reviewed with emphasis on observed physical quantities 
and spatiotemporal resolution. Ultrashort optical pulse technology has allowed us to observe transient 
phenomena in the femtosecond range, which, however, has the drawback of a relatively low spatial 
resolution due to the electromagnetic wavelength used. In contrast, STM and its related techniques, 
although the time resolution is limited by the circuit bandwidth (~100 kHz), enable us to observe 
structures at the atomic level in real space. Our purpose has been to combine these two techniques to 
achieve a new technology that satisfies the requirements for exploring the ultrafast transient dynamics of 
the local quantum functions in organized small structures, which will advance the pursuit of future 
nanoscale scientific research in terms of the ultimate temporal and spatial resolutions.  
 
PACS code: 07.79.Cz 
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1. Introduction 
Making smaller and faster functional objects is a key factor for the development of 
nanoscale science and technology. The size of semiconductor devices, for example, decreases 
down to the nanoscale range. The device operation is currently dominated by atomic-scale 
properties, such as dopant distribution and surface/interface fluctuation, and thus is controlled 
by atomic-scale fabrication technology [1]. Accordingly, the operation speed exceeds GHz, and 
the understanding of carrier dynamics on an ultrashort timescale from the picosecond to 
nanosecond range is required. Therefore, developing devices with novel functions cannot be 
achieved without accurate evaluation of carrier dynamics under operation, in conjunction with 
exploring device physics. This has led to an increasing demand for a microscopic technique that 
allows the investigation of carrier dynamics at high spatial and temporal resolutions, in 
accordance with the surrounding potential, for example, modulated by atomic defects, dopant 
atoms, and local structures.  
In conventional methods of measurement, one cannot use a detector to observe an ultrafast 
dynamic process occurring at a frequency exceeding its electrical bandwidth. In the field of 
ultrafast laser technology, there are numerous time-resolved optical spectroscopy methods that 
circumvent the problem of the bandwidth limit. The optical pump-probe technique is a 
representative example (figure 1), which has been reviewed by many groups [2, 3]. In the 
pump-probe technique, a sequence of paired laser pulses illuminates a sample. First (pump) 
pulses are used to excite the sample. After a certain delay time, the same area of the sample is 
illuminated by second (probe) pulses, and an optical response to probe pulses, such as 
reflectivity, transmissivity, and scattering light, is measured as a function of delay time. These 
optical properties depend on the excited state of the sample, and therefore, the time evolution of 
these quantities gives a measure of the relaxation process of the excited state. One only has to 
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measure a DC component, and the detector needs neither to be operated fast nor to have a wide 
bandwidth. The time resolution of the pump-probe technique is determined only by the optical 
pulse width and thus can be improved up to the femotosecond range. Other time-resolved 
techniques include the streak camera, optical Kerr gate, and up-conversion. An example of their 
recent applications is the analysis of time-resolved photoluminescence from a sample optically 
excited by an ultrashort pulse [4]. On the basis of these ultrafast optical techniques, various 
time-resolved microscopy methods have been developed.  
Despite the ultrahigh temporal resolution achieved, the spatial resolution of real-space 
imaging using these optical techniques is determined by the diffraction limitation, and in 
general, it cannot be high. Several attempts have been made to overcome this limitation and 
achieve a high spatial resolution. The first example of such attempts is a combination of 
ultrafast laser technology with scanning near-filed optical microscopy (SNOM). Examples of its 
recent applications are the analyses of spin-dependent photoluminescence using luminescence 
intensity correlation (with resolutions of 130 fs, 125 nm) [5], photoluminescence of a polymer 
blend using time-correlated single-photon counting (60 ps, 70 nm) [6], and pump-probe 
transmittance revealing carrier dynamics (250 fs, 150 nm) [7].  
The second example of such attempts is the use of photoelectron emission microscopy 
(PEEM) to overcome the diffraction limit due to the photoemitted electrons, resulting in a high 
spatial resolution. Indeed, by combining time-resolved two photon photoemission with PEEM, 
Schmidt et al [8] firstly demonstrated the spatial resolution of about 20 nm. The same approach 
was used by several other research groups [9-14].  
The third example is the use of ultrafast electron microscopy (UEM) that utilizes an 
ultrashort electron pulse, instead of an optical pulse, as a probe. The emerging area of UEM has 
been reviewed by King et al [15]. An optical pump pulse is used to excite a sample. Then, a 
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delayed optical pulse illuminates a photoactivated electron source to generate a probe electron 
pulse, and transmission images are stroboscopically recorded at a sequence of delay times. The 
following are the two types of ultrafast electron microscopes: a single-electron pulsed mode, 
developed by Zewail [16], is used for imaging reversible processes and records images 
stroboscopically. The other type, developed initially by Bostanjoglo [17] and subsequently by 
others [18, 19], is suitable for irreversible processes and records images in a single shot mode. 
UEM provides opportunities for studying dynamical changes in structural and morphological 
features (such as dislocations, impurity particles, grain boundaries, and phase boundaries) with a 
high spatiotemporal resolution both in real and reciprocal spaces, in many fields from material 
science to biology. The resolution of UEM depends on microscopic setups and has been 
discussed in detail by Gahlmann et al [20]. In the single-electron pulsed mode, each electron 
pulse, which has only one electron on average, eliminates the space charge effect and enables us 
to obtain a spatial resolution equivalent to that of conventional TEM. The temporal resolution is 
determined by the spread in the initial kinetic energy of the photoelectrons and the strength of 
the acceleration field. In the single-shot mode, in which high electron beam currents must be 
used, both the spatial and temporal resolutions are degraded by the electron-electron scattering 
effects due to Coulomb repulsion (space charge effect), which occurs when the electrons come 
closer to each other both before and after scattering by the specimen.  
As described above, there have been numerous excellent time-resolved microscopic 
techniques achieving a high spatiotemporal resolution, with a wide field of application. 
However, it is still a challenge to attain an atomic-scale resolution in real-space imaging of 
ultrafast phenomena. Time-resolved scanning tunnelling microscopy (STM) is a promising 
candidate, because the tunnelling junction itself responds on a time scale of a few 
femotoseconds and principally ultrafast dynamics can be studied by STM. However, the 
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measurement bandwidth of an STM preamplifier is typically 100 kHz and 10 MHz at best 
[21-25], and faster dynamics is unavailable by standard STM.  
We have aimed at developing a new microscopic technique with a high spatiotemporal 
resolution, by combining STM with ultrafast laser technology. In principle, a newly developed 
microscopic technique, shaken-pulse-pair-excited STM (SPPX-STM) [26-32] inherits the 
resolution of STM and the femtosecond resolution of the ultrashort pulse laser. By exciting a 
tunnelling junction between an STM tip and a sample by a sequence of paired pulses, and by 
detecting tunnelling current that depends on delay time between the pulses in a pair, one can 
analyze the time evolution of carrier density in a localized (nanoscale) region at subpicosecond 
ranges.  
In this article, we briefly review attempts to improve resolutions by combining STM with 
ultrafast laser technology and describe the features and critical issues. Furthermore, we show the 
development of SPPX-STM and its principle and application.  
 
2. Development of laser-combined STM for  high time resolution 
In analogy with optical pump-probe techniques, the limitation due to the circuit bandwidth 
is circumvented by the use of paired pulses. Since the invention of STM [33], many researchers 
have attempted to realize a high temporal resolution together with the atomic resolution of STM 
by combining STM with the pump-probe technique, but they mostly have succeeded only in 
revealing the difficulties in achieving the STM spatial resolution [34]. Some problems and 
limitations in pioneering time-resolved STM, photoconductively gated STM (PG-STM) and 
pulse-excited STM, and also the further development of SPPX-STM are discussed in this 
section.  
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2.1 Photoconductively gated STM (PG-STM) 
A concept based on a fast photoconductive gate switch inserted into a detector circuit of 
STM current was realized and developed by several groups [35-37]. The scheme is called 
photoconductively gated STM (PG-STM). As in optical pump-probe techniques, a sequence of 
paired optical pulses is used. A pump pulse is used to excite a sample, and then, a probe pulse is 
used to illuminate a photoconductive gate to switch on the detector circuit (figure 2(b)). Thereby, 
the tunnelling current is gated and the ultrafast process is stroboscopically measured. This 
concept was mostly tested for detecting short voltage pulses propagating along a transmission 
line fabricated on a substrate, and the highest temporal resolution achieved thus far is around 1 
ps [37]. In PG-STM, however, it was revealed that the detected signal originated from the 
geometric capacitance between the tip and the sample [38]. The signal measured by PG-STM is 
given by the averaged current of  
( ) ( )∫ ′′′=
T
SC tdtVtgT
I
0
1
, 
which integrates the periodic current pulses (T: repetition time of the ultrashort pulse laser) from 
the tip to form a quasi-dc current. Here, V(t) is the time-dependent voltage that develops on the 
tip wire due to the short voltage pulses propagating along a transmission line, and gs(t) is a 
time-dependent conductance at the detection gap. Due to the existence of gs(t) associated with 
the detection gate switch, the measured signal Ic originates from the coupling between the tip 
wire and the stripline induced by the geometric capacitance. The tip capacitance has a spatial 
extent of the order of 10 µm, and hence, the spatial resolution of PG-STM also remains on the 
same order, incapable of detecting atomic-scale deviation in a time-dependent voltage process, 
such as a transient photovoltage process. As Groeneveld et al pointed out [38], one may still 
expect a high resolution for detecting laser-generated picosecond acoustic waves that lead to a 
time-dependent current, but an experimental demonstration has not yet been reported.  
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Another approach based on PG-STM has been made by the combination with the junction 
mixing technique [39-41]. As shown in figure 2(c), optical pump and probe pulses are used to 
illuminate a pair of photoconductive switches. When the pulse allows conduction across one of 
the switches, a voltage pulse is launched onto the metallic transmission line addressed by STM. 
The voltage pulses V1 and V2 regulate the voltage between the STM tip and the sample, and 
modulate (transient) tunnelling current,  
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where Vb denotes the applied DC voltage and td denotes the delay time between optical pulses.  
When the I-V curve has the nonlinearity )()( 3 4Ο++= VVVI γβ , the tunnelling current 
induced by the two applied bias voltages provided by a pair of optical pulses can be written as 
))(())(())()(()( 2d12d1 tVIttVItVttVItI ++≠++= . Thus, the measured time-resolved 
tunnelling current is given by 
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where LT  is the repetition period of pulse trains.  
In the pioneering work reported by Nunes and Freeman [38], the technique was tested for 
detecting voltage pulses propagating along a transmission line, and the temporal resolution was 
several picoseconds. Since the capacitive coupling linearly depends on voltage, this component 
does not contribute to the time-resolved signal, in contrast with PG-STM. Therefore, the spatial 
resolution is expected to be comparable to STM, and the best resolution achieved thus far is 1 
nm [41].  
The time-resolved measurement with STM is seemingly realized. The time-resolved signal 
trI , however, reflects the change in tunnelling current owing to the voltage pulse. Therefore, 
what trI  reflects is not the carrier dynamics beneath the STM tip but the carrier dynamics 
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around the gate switches. When one scans the tip and records trI , the obtained time-resolved 
image does not reflect the variation of carrier dynamics in the probed area but reflects the 
variation of electronic states, βγ in dI/dV [41]. 
 
2.3 Pulse-excited STM (PX-STM) 
The idea of directly exciting a tip-sample junction by optical pulses was realized first by 
Hamers et al [42, 43]. In this pulse-excited STM (PX-STM), a sequence of single pulses 
illuminates the junction, and the current through the junction is recorded as a function of the 
pulse repetition period (interval between pulses) (figure 2(d)). They measured carrier relaxation 
on Si(111)-(7x7) with 10 ns and 1 µm resolutions. As described later in detail, for a 
semiconductor sample, tip-induced band bending (TIBB) occurs beneath the STM tip under a 
certain voltage condition. When a pulse excites the sample, TIBB relaxes as a result of 
photocarrier redistribution, leading to a change in the surface potential or surface photovoltage 
(SPV). SPV relaxes as photocarriers decay, accompanied by a change in the displacement 
current originating from capacitive coupling between the tip and the sample. As a result of the 
narrow circuit bandwidth, the measured signal is the time-averaged displacement current, which, 
however, depends on the repetition period. SPV has a saturation tendency when a sufficient 
number of photocarriers are generated. Therefore, as the pulse repetition period decreases and 
becomes smaller than the relaxation time for SPV, SPV becomes almost saturated all the time, 
resulting in a change in the time-averaged displacement current. Thus, the dependence of 
displacement current on repetition period reflects the relaxation processes of SPV and 
photocarrier density.  
In order to increase sensitivity, Hamers et al modulated the optical intensity and detected 
the synchronized signal by the lock-in technique. However, intensity regulation causes a 
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thermal expansion and shrinkage of the tip and sample. Since the tunnelling current is sensitive 
to the tip-sample distance, the thermal effect should seriously interfere with the current [34, 
44-46]. To avoid this, they retracted the tip and measured the displacement current instead of 
the tunnelling current. By adopting this excellent idea, they demonstrated the application of 
pair-excited STM to probe carrier dynamics. Since displacement current was probed, the spatial 
resolution was about 1 µm, and the temporal resolution was determined by the repetition period 
of laser pulses, which is on the order of 10 ns.  
  
2.4 Shaken-pulse-pair-excited STM（SPPX-STM） 
The scheme for applying the pump-probe technique directly to a tip-sample junction is 
called paired-pulse-excited STM (PPX-STM). In PPX-STM, pump and probe pulses are 
collimated coaxially and illuminate the junction, and the DC current through the junction is 
measured as a function of delay time (figure 2(d)). The first attempt at PPX-STM was reported 
by Pfeiffer et al [47]. They observed a laser-induced time-resolved current on tantalum and 
GaAs(110) in UHV. The observed current was independent of the tip-sample distance, 
indicating that the current does not originate from tunnelling. From the nonlinear dependence of 
the signal on optical intensity, they concluded that the signal originates from multiphoton 
photoelectron emission. They demonstrated a temporal resolution of the pulse duration 
(subpicoseconds).  
A high spatial resolution requires the isolation of the time-resolved tunnelling current from 
unwanted background currents, such as multiphoton photoemission, and more seriously, 
interference arising from thermal expansion of the tip. The modulation of optical intensity, as 
used in the optical pump-probed technique, may be useful for detecting an extremely weak 
time-resolved tunnelling current (~100 fA when the STM feedback current is set to be ~100 pA). 
 10 
In the tunnelling regime, however, it results in serious thermal interference [34, 44-46] 
comparable to the STM feedback current and spoils the measurement.  
This major drawback has been overcome by modulating the delay time instead of optical 
intensity and by using lock-in detection. This idea has been realized recently and named 
SPPX-STM [26-32]. In SPPX-STM, the optical intensity is nearly unchanged at the modulation 
frequency, and hence, the thermal interference is markedly suppressed. This new scheme 
realizes pump-probe-based STM and allows the detection of time-resolved tunnelling current. In 
the next section, we discuss the principle of SPPX-STM and show how carrier dynamics is 
probed by tunnelling current.  
 
3. Basis and results of SPPX-STM 
3.1 Principle 
Figure 3 shows how SPPX-STM works. The surface of the sample beneath the STM tip is 
illuminated with a sequence of paired laser pulses with a certain delay time td, and the tunnelling 
current I is measured as a function of td. The optical pulses give rise to current pulses in the raw 
tunnelling current I*, reflecting the excitation and relaxation of the sample. When td is 
sufficiently long, the paired optical pulses with the same intensity independently induce two 
current pulses with the same height in I* (figure 3(a)). In contrast, when td is short and the 
second pulse illuminates the sample in the excited state caused by the first pulse, the second 
current pulse may have a different height, depending on td (figures 3(b) and 3(c)). Thereby, the 
signal I also depends on td, because the height difference in the second current pulse changes the 
time-averaged value of the tunnelling current. Accordingly, the relaxation dynamics of the 
excited carriers in the target material, namely, the decay of carrier density after the excitation by 
the first optical pulse, can be probed by STM.  
 11 
With the modulation of td between td1 and td2, the in-phase component obtained by the 
lock-in detection of the tunnelling current gives )()(),( 2121 dddd tItIttI −≡∆ . As td
2 is set to a 
value larger than the relaxation time of the probed dynamics, ),( 21 dd ttI∆  can be approximated 
as )()(),( 121 ∞−≡∆ ItIttI ddd , where I(∞) is the tunnelling current for a delay time that is 
sufficiently long for the excited state to be relaxed. Therefore,  )( 1dtI∆  is obtained through the 
lock-in detection of I by sweeping td1.  
Similar to a pump-probe technique, SPPX-STM has the temporal resolution of the pulse 
duration (potentially down to several femtoseconds) and a spatial resolution comparable to that 
of STM. The mechanism by which dynamical processes triggered by optical irradiation appear 
in the tunnelling current varies with the material system. In the following, the results and 
mechanism for semiconductors are discussed.  
 
3.2 Example of signal 
An example of the ∆I dependence on delay time measured by SPPX-STM is shown in 
figure 4(a). The sample used was a low-temperature-grown GaNxAs1-x (x=0.36%, grown at 720 
K). The band gap energy was estimated to be 1.34 eV (923 nm) from the photoluminescence 
spectra. A mode-locked Ti:sapphire oscillator provides 140 fs pulses at a repetition rate of 90 
MHz. The delay-time-dependent current is clearly seen at a positive bias voltage, as shown in 
figure 4(a); ∆I approaches zero as delay time increases. The best fit to an exponential function 
gives a decay constant of 440 ps. At a negative bias voltage, in contrast, ∆I is observed to be 
almost zero, regardless of delay time.  
 
3.3 Origin of signal 
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What process appears in the time-resolved signal ∆I(td)? The measured signal is clearly the 
time-resolved tunnelling current, because the time-resolved signal sharply decreases with the 
tip-sample distance [27, 48]. Since the technique used does not involve any gate switch in the 
measurement system, the time-dependent conductance at the detection gap, gs(t) in the equation 
in 2.1, is constant; thereby, the measured signal does not exhibit the effect of the geometric 
capacitance between the tip and the sample. This rules out other possibilities that may appear in 
time-resolved signals of, for example, photoemission and those related to displacement current. 
The thermal expansion effect of the STM tip also does not contribute to the signal, as expected, 
because the signal is almost zero at negative bias voltages for the sample shown in figure 4. 
Therefore, what physical phenomena occurring in the sample are reflected in the time-resolved 
tunnelling current?  
In SPPX-STM on a semiconductor, a nanoscale metal-insulator-semiconductor (MIS) 
junction is formed by the STM tip, tunnelling gap, and sample (figure 5(a)). When a reverse 
bias voltage is applied to the junction, TIBB occurs in the surface region owing to the leakage 
of the electric field into the sample [34, 49, 50]. With pulse excitation, the redistribution of 
photocarriers reduces the electric field and changes the surface potential, and increases the 
effective bias voltage applied to the tunnel junction. Consequently, the illumination increases I* 
due to the reduction in the potential barrier for tunnelling current. 
The excited state subsequently relaxes to the original state through two processes. One is the 
decay of the photocarriers on the bulk side (bulk-side decay) via recombination, drift and 
diffusion (figure 5(c)). The other is the decay of the carriers trapped at the surface (surface-side 
decay) via thermionic emission and recombination. Because of the lack of counterpart carriers 
near the surface, the surface-side decay constant is larger than the bulk-side decay constant. In 
probing bulk-side decay in a semiconductor sample, the spatial resolution is affected by the 
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potential below the STM tip, while surface-side decay enables us to observe the effects of, for 
example, atomic-scale defects on the recombination processes. Both of these decay processes 
appear in the SPPX-STM signal [48].  
Here, we focus on the faster component reflecting the bulk-side carrier density. The first 
component, bulk-side decay, is probed through the mechanism of absorption bleaching, which 
typically occurs in pump-probe measurement. When carriers excited by the first optical pulse 
remain in the excited state, the absorption of the second optical pulse is suppressed [2]; the 
number of carriers excited by the second optical pulse decreases, depending on the number of 
remaining carriers. Thus, the second current pulse induced in I* decreases and depends on td, 
reflecting the decay of the excited carriers after the first-pulse excitation (b and c in figure 3). 
Accordingly, ∆I(td) gives a measure of the bulk-side carrier density.  
Figure 4(b) shows the result of optical pump-probe reflectivity measured in the same sample. 
In general, the time evolution of pump-probe reflectivity reflects the decay of photogenerated 
carriers, and the time constant corresponds to the bulk recombination lifetime. The time 
constant derived from the exponential fit to data in figure 4(b) is 410 ps, which is near the time 
constant in ∆I(td), and therefore, ∆I(td) shown in figure 4(a) corresponds to the fast component, 
that is, the decay of bulk-side carrier density.  
 
3.4 Application 
As described above, SPPX-STM allows the study of transient photocarrier dynamics by the 
same mechanism as the optical pump-probe technique. Taking advantage of atomic-scale 
structural investigation using STM, SPPX-STM has the potential to probe spatial information on 
local carrier dynamics.  
Here, we show spatially dependent carrier recombination in a semiconductor heterostructure 
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consisting of materials with different lifetimes, GaAs/Al0.5Ga0.5As/LT-GaAs (figure 6), where 
LT-GaAs represents low-temperature-grown GaAs. The sample was prepared as follows. A 
layer (1 µm) was grown at 250 °C by molecular beam epitaxy (MBE) on a barrier layer of 
AlGaAs (1 µm) grown on an undoped GaAs substrate, which was annealed at 700 °C for 60 s in 
H2(5 %)/Ar ambient, and contained high-density defects that act as recombination sites for 
carriers. Thus, its carrier lifetime is much shorter than that of GaAs. The AlGaAs barrier layer 
has a band gap larger than the optical excitation energy (1.55 eV). Figure 6(b) shows an STM 
image of the sample cleaved in ultrahigh vacuum. The interfaces of the three layers are clearly 
recognized. Figure 6(c) shows the SPPX-STM spectra, ∆I(td), taken at certain points in the 
GaAs, AlGaAs, and LT-GaAs regions. As expected, the LT-GaAs region exhibits an ultrafast 
decay component with a time constant of 4.0 ps, while the GaAs region exhibits a time constant 
of 4.8 ns. These values are consistent with the recombination lifetimes determined by the optical 
pump-probe reflectivity measurement, 1.5 ps and 2.7 ns for the LT-GaAs and GaAs samples, 
respectively. The negative sign of the signals, which corresponds to the decrease in I, is in good 
agreement with the absorption bleaching mechanism. These results support the mechanism 
proposed above. For AlGaAs, there is no delay-time dependence in ∆I(td), because no 
photocarrier generation occurs in this area.  
Here, we gave an example of an SPPX-STM study on carrier recombination; other carrier 
dynamics such as drift, diffusion and surface-side decay, which also govern the device operation, 
can be investigated as well [48], indicating a potential for probing various types of dynamics.  
 
4. Summary 
We reviewed a wealth of time-resolved microscopy methods based on ultrafast laser 
technology. The features and drawbacks of each developed microscopy method were discussed, 
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particularly from the viewpoint of spatial and temporal resolutions. Then, a new microscopy 
technique, SPPX-STM, which realizes a high spatiotemporal resolution by combining STM 
with the pump-probe technique and has the potential for imaging of ultrafast dynamics on a 
femtosecond timescale with a spatial resolution based on STM, was explained in detail. For 
semiconductor samples, the time evolution of photocarrier density is reflected in the signal of 
SPPX-STM, ∆I(td). We showed a carrier recombination process as an example, but other 
dynamical processes, such as carrier drift and diffusion, can be imaged as well, making 
SPPX-STM applicable for the analysis of various composite materials in future devices. 
SPPX-STM is also applicable to systems where a response in tunnelling current has a nonlinear 
dependence on optical intensity. We hope that this new technique will open a window to the 
further advancement of future research in nanoscale science and technology. 
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Figure 1 Fundamentals of optical pump-probe technique. (a) Experimental setup of pump-probe 
reflectivity measurement. HM denotes half-mirror. (b) Typical signal curve showing ∆R/R vs 
delay time (R: reflectivity).  
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Figure 2 (a) Scheme of optical pump-probe technique. (b)-(e) Various combinations of STM 
with ultrashort pulse laser technology.  
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Figure 3 Relationship between delay time and transient tunnelling current I* (left), and 
corresponding time-averaged tunnelling current I measured as a function of delay time (right).  
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Figure 4 Results for GaNxAs1-x (x=0.36%) sample. (a) SPPX signal (red) and exponential fit to 
data (black). Excitation energy was 1.38 eV (wavelength of 900 nm), averaged intensity was 5 
mW, sample bias was 4 V, and feedback current was 200 pA. (b) Delay-time dependence of 
reflectivity change (blue) measured by optical pump-probe technique, and fit to data (black). 
Excitation energy was 1.55 eV (wavelength of 800 nm), averaged intensity was 1 mW for pump 
and 0.1 mW for probe.  
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Figure 5 Time evolution of band structure for n-type semiconductor, and optical response in 
tunnelling current. (a) Before pulse illumination (dark state). (b) Immediately after pulse 
illumination. (c) During photocarrier relaxation 
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Figure 6 SPPX-STM measurement for GaAs/AlGaAs/LT-GaAs heterostructure. (a) Schematic 
of measurement. (b) STM image of cleaved surface. (c) SPPX-STM signals observed at each 
region.  
 
 
